[Monitoring of a water phantom and data acquisition in irradiation planning using a portable minicomputer].
A series of dose profiles measured in general in a water phantom with remote control is necessary for irradiation planning systems to calculate the dose distribution in the patient. This study presents a cost effective method using a portable minicomputer for the monitoring of a water phantom and the digital data transmission to the irradiation planning computer.